Delayed retroauricular cerebrospinal fluid (CSF) collection in cochlear implantation.
In the literature, this is the first description of a delayed retroauricular cerebrospinal fluid (CSF) collection in a child after 18 months of cochlear implantation. During surgical revision, anomalous thinning of the dura and leakage of CSF was found beneath the receiver, requiring local sealing and repositioning. Exposure of the dura is a procedure usually performed during housing of the receiver to avoid excessive protrusion of the implant in subjects with insufficient bone thickness. In most cases, this has proved to be a safe procedure. However, in some cases, as in children, exposure of the dura should be undertaken with care.